WMISSCOUR! DEPARTMENT OF HEALTH AND SENICR SERVICES
STATE PUBLIC HEALTH LABCORATORY

ALCO-SENSOR IV WITH PRINTER MAINTENANCE REPORT BEBDET #7
(RECEIVED

By Carol Day at 2:07 pm, Mar 14, 2014 -

;Ce g} sie this report In duplicaie at the ¥me of the reguiar monthly preveniative mainienance check. and:
=1g!

| Send copy to Department of Health and Senior Services; retain original in depariment file.
ALTO SENSOR IV SN PRINTER SN DATE GF INSPECTION
102465 088.3473.083 03/31/2014
THAE OF INSPECTION

LOCATION OF INSTRUMENT (STREET AND CiTY)
350 East High Strest, Jefferson Clly - 1106 pm

CHECKLIST: Piace o mark in the box by each flern # icund 1 be satisfaciory or ¥ operating within established imiis. (Write in observad Vi
ugs where determined.) Unmarked items must be corr eciec before using instrument, '

] DIGITAL READOUT (ALL ELEMENTS OPERATIONAL
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TEMPERATURE OF AL S

PRINTER WORKING PROPERLY

@ THAE AND DATE DISPLAYING PROPERLY
BREATH ALCOHOL ACZURACY STANDARDS
@ SIMULATOR SOLUTION S COMPRESSED ETHANOL-GAS MIXTURE

| STANDARD suppLien Guth Laboraiories LoTs 13210 oxp oarp 07/28/2015

SIMULATOR TEMPEBATURE (34°C = 0.2°C) _34.0  sivutator sy SD3137  sivuLATOR ExP DaTe 05/20/2014

Y| CALIBRATION CHECK — {OHLY ONE STANDARD IS T BE USED PER MAINTENANCE REPORT) :
Fun thres tesls using 2 standard solution. All three tests must be within =58% of the standard value and must have a spread of .005 cr
igss. Check the box corresponding 1o the standard soiution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.005% and 0.105% INCLUSIVE
03.080% STANDARD - MUST BEAD BETWEEN 0.0768% and 0.084% INCLUSIVE
0.040% STANDARD - MUST BEAD BETWEEN 0.038% and §6.042% INCLUSIVE
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TEST1* pgg TEST2# (g8 TEST3 = ggo

| 2FI DETECTOR OPERATING

§§NDECAYE THE NUMBER OF BREATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:
(DG NOT INCLUDE SELF-ADMINISTERED TESTS}

| REFUSAL T weos O 0500 O oas 00 gasag 0 {Gvgp 1 1

[£3]

iList anv naw paris and descrice any aiiefaﬁsn or modification that was made o resiore tne instrument 10 operate satisfactorily ang within
‘established limiis (use other side i necessany). ;

- None. instrument operates within established limits.

ShaWﬂ Gersiner

TV PR NOTEERERPRATION DATE | TELEPRONE NoviBE
| 230118 06/12/2015 | (573) 634-9160

'gﬁeﬁum compisted report to the:  Breath Alcohol Program, MO Department of Health and Senicr Services. Southeast District Office
2875 James Boulevard
Popiar Bluff, MO 63801
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GUTH LABORATORIES. INC.

S5C NORTH E7h STREET 2 HARRISBURG, P& 17111- 4511 ® TELEPHONE: T4T-864.5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 13210 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on July 31, 2013, using a Perkin Eimer Gas Chromatograph
Autosystemn XL S/N: 610N9030209, and found to contain  8.1216% (w/vol)
ethyl alcohol. The expiration date for this lot
number is July 29,2015 at 11:59 PM.

When used in a calibrated Simulator, operating at
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clution will give a breath aicohol

analysis instrument reading of 9.100 g/210L +/- 3%.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, Presidef:
GUTH LABORATORIES, INC.

NIST Traceability:

Testing was conducted using Cerilliant Reference Standard lot number FNI22211-92 whose
values are traceable to NIST. _

All balances are calibrated annuglly by an cutside agency using NIST traceable weights.
Calibration verification is done prior to each use urilizing NIST traceabie weights.
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